
 

 

 
 
 
 

Surgeon’s Stool 
 Models: 
4080-xx 

 
Assembly/Usage Instructions 

 
Your surgeons stool comes completely assembled for you! 

 
                                                                                                                                                       

Usage Instructions 
Height Adjustment- 

 To adjust height of chair place foot on hydraulic lift pedal and use short 
pumps until chair is raised to proper height. Caution: when raising the chair 
depress the foot pedal 3/4 of the way down, the final ¼ will release the 
pressure lowering the chair back down prematurely. 

 Chair will rotate in a circle. To keep the chair from rotating you can apply the 
brake by lifting up on lift pedal with the top of your foot.  

 To lower chair place foot on lift pedal and depress pedal. The weight of the 
patient will slowly lower the chair’s height. 


